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monitoring device by means of pinch-
ing skin tissue with a nonreusable clip.
This device is used to obtain a fetal
electrocardiogram. This generic type of
device may include a clip electrode ap-
plicator.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any fetal scalp clip electrode and
applicator that was in commercial dis-
tribution before May 28, 1976, or that
has, on or before December 26, 1996
been found to be substantially equiva-
lent to a fetal scalp clip electrode and
applicator that was in commercial dis-
tribution before May 28, 1976. Any
other fetal scalp clip electrode and ap-
plicator shall have an approved PMA or
a declared completed PDP in effect be-
fore being placed in commercial dis-
tribution.

[45 FR 12684–12720, Feb. 26, 1980, as amended
at 52 FR 17741, May 11, 1987; 61 FR 50708, Sept.
27, 1996]

§ 884.2700 Intrauterine pressure mon-
itor and accessories.

(a) Identification. An intrauterine
pressure monitor is a device designed
to detect and measure intrauterine and
amniotic fluid pressure with a catheter
placed transcervically into the uterine
cavity. The device is used to monitor
intensity, duration, and frequency of
uterine contractions during labor. This
generic type of device may include the
following accessories: signal analysis
and display equipment, patient and
equipment supports, and component
parts.

(b) Classification. Class II (perform-
ance standards).

§ 884.2720 External uterine contrac-
tion monitor and accessories.

(a) Identification. An external uterine
contraction monitor (i.e., the
tokodynamometer) is a device used to
monitor the progress of labor. It meas-
ures the duration, frequency, and rel-
ative pressure of uterine contractions
with a transducer strapped to the ma-
ternal abdomen. This generic type of
device may include an external pres-

sure transducer, support straps, and
other patient and equipment supports.

(b) Classification. Class II (perform-
ance standards).

§ 884.2730 Home uterine activity mon-
itor.

(a) Identification. A home uterine ac-
tivity monitor (HUAM) is an electronic
system for at home antepartum meas-
urement of uterine contractions, data
transmission by telephone to a clinical
setting, and for receipt and display of
the uterine contraction data at the
clinic. The HUAM system comprises a
tocotransducer, an at-home recorder, a
modem, and a computer and monitor
that receive, process, and display data.
This device is intended for use in
women with a previous preterm deliv-
ery to aid in the detection of preterm
labor.

(b) Classification. Class II (special
controls); guidance document (Class II
Special Controls Guidance for Home
Uterine Activity Monitors).

[66 FR 14076, Mar. 9, 2001]

EFFECTIVE DATE NOTE: At 66 FR 14076, Mar.
9, 2001, § 884.2730 was added to subpart C of
part 884, effective Apr. 9, 2001.

§ 884.2740 Perinatal monitoring system
and accessories.

(a) Identification. A perinatal moni-
toring system is a device used to show
graphically the relationship between
maternal labor and the fetal heart rate
by means of combining and coordi-
nating uterine contraction and fetal
heart monitors with appropriate dis-
plays of the well-being of the fetus dur-
ing pregnancy, labor, and delivery.
This generic type of device may in-
clude any of the devices subject to
§§ 884.2600, 884.2640, 884.2660, 884.2675,
884.2700, and 884.2720. This generic type
of device may include the following ac-
cessories: Central monitoring system
and remote repeaters, signal analysis
and display equipment, patient and
equipment supports, and component
parts.

(b) Classification. Class II (perform-
ance standards).

§ 884.2900 Fetal stethoscope.
(a) Identification. A fetal stethoscope

is a device used for listening to fetal
heart sounds. It is designed to transmit
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